Background: Medical devices (MDs) in polyvinyl chloride (PVC) are not a well-known source of exposure to plasticizers, in particular during pregnancy. Because of its toxicity, the di-(2-ethylhexyl) phthalate (DEHP) has been replaced by other plasticizers such as di (isononyl)-cyclohexane-1,2-dicarboxilic acid (DINCH), tri-octyltrimellitate (TOTM) and di-(isononyl) phthalate (DiNP). Our study aimed to quantify the plasticizers (DEHP and alternative plasticizers) contained in PVC medical devices used for hospitalised pregnant women and to describe which these MDs had been used (type, number, duration of exposure). Methods: The plasticizers contained in the MDs used for daily care in the Obstetrics Department of a French University Hospital were extracted from PVC (after contact with a chloroform solution), identified and quantified by gas-chromatography-mass-spectrometry analysis. A total of 168 pregnant women hospitalised in the Obstetrics Department with at least one catheter were included in the observational study. The median number of MDs containing plasticizers used and the daily duration of exposure to the MDs were compared in three groups of pregnant women: "Pathology group" (women hospitalised for an obstetric disorder who did not give birth during this hospitalisation; n = 52), "Pathology and delivery group" (hospitalised for an obstetric disorder and who gave birth during this stay; n = 23) and "Delivery group" (admitted for planned or spontaneous delivery without obstetric disorder; n = 93). Results: DiNP, TOTM and DINCH were the predominant plasticizers contained in the MDs at an amount of 29 to 36 g per 100 g of PVC. Women in the "Pathology group" (preterm labour or other pathology) were exposed to a median number of two MDs containing TOTM and one MD containing DiNP, fewer than those in the "Pathology and delivery group" (p < 0.05). Women in the "Pathology group" had a median exposure of 3.4 h/day to MDs containing DiNP and 8.2 h/day to MDs containing TOTM, longer than those in the "Delivery group" (p < 0.01). Conclusions: Our study shows that the medical management of pregnant women in a hospital setting entails exposure to MDs containing alternative plasticizers (DiNP, TOTM and DINCH).
Background
Polyvinyl chloride (PVC) plasticizers are widely present in the environment. These compounds are mainly used to soften PVC and to improve the flexibility of a broad range of objects including food packaging, toys, flooring, shower curtains, and cables. In particular, they enter into the composition of medical devices (MD) made with PVC such as tubing and medical gloves [1] [2] [3] [4] .
Until 2010, the most commonly used plasticizer in MDs was di-(2-ethylhexyl) phthalate (DEHP), which can account for 30 to 40% of the weight of plastics for medical use [5] . As they have no chemical bond with plastic materials, phthalates are easily released into the environment and DEHP can be released from MDs [6] [7] [8] . During intravenous infusion, release from MDs is enhanced by factors such as temperature, duration of use, surface contact, infusion rate and contact with lipophilic substances [6, [9] [10] [11] [12] .
Phthalates are the subject of increasing concern owing to their effects on human health [13] [14] [15] [16] . Proof of their toxicity [17] [18] [19] [20] has led European regulators to restrict the use of certain phthalates in numerous products. MDs containing phthalates classified as class 1 or 2 carcinogenic and mutagenic chemical substances and/or toxic for reproduction [DEHP, di-butyl-phthalate (DBP), benzyl-butylphthalate (BBP)] must be labelled as such. For at-risk populations (children, pregnant or breastfeeding women), the use of these substances must be justified [21] . In France, since July 2015, the use of MDs with DEHP is banned in paediatric, neonatal and maternity departments [22] .
To replace these phthalates in MDs, manufacturers have incorporated other plasticizers such as acetyltrin-butyl citrate (ATBC), di-isononyl-1,2-cyclohexanedicarboxylate (DINCH), trioctyl trimellitate (TOTM), di-(ethylhexyl)-terephthalate (DEHT), di-(ethylhexyl)adipate (DEHA) and diisononyl-phthalate (DiNP). However, there is still scant documented evidence about the potential ability of these new plasticizers to migrate from PVC nor about their toxicity [6] .
There has been little research about exposure of pregnant women to plasticizers in a medical setting. However, during pregnancy, when the vital organs are still developing and its metabolism is immature, the foetus is particularly vulnerable [23] . In utero exposure to phthalates (DEHP and DBP in particular) has been associated with an increased risk of foetal masculinisation disorder [15, 24, 25] and preterm birth [26, 27] . Some authors have imputed use of MDs during pregnancy to an increase in phthalate exposure [28] [29] [30] [31] . However, the risk of contamination of biological samples and the small sample sizes in the published studies make it impossible to conclude whether intravenous treatments contribute to increased exposure to phthalates during pregnancy and delivery. In addition, the authors did not state what types of MD were used (bags, tubing, etc.), their composition (with or without PVC), their insertion time, nor the drugs that may have been in contact with the MDs [28] [29] [30] [31] . Finally, to our knowledge no study has assessed exposure to alternative DEHP-free plasticizers during the medical management of pregnancy.
The principal objective of this study, was to detect and quantify the plasticizers (DEHP and alternative plasticizers) contained in the PVC devices used for hospitalised pregnant women. The secondary objective was to describe among a sample population of hospitalised pregnant women which MDs containing the plasticizers TOTM, DiNP, DINCH, DEHT and DEHP had been used (type, number, duration of exposure).
Methods

Analysis of medical devices (MDs) Materials
Pertinent information for the MDs available for daily care in the Obstetrics Department of the University Hospital of Clermont-Ferrand, France are summarized in Table 1 . In all, 15 different MDs were used: 8 with PVC (3 infusion sets, 4 extension tubes and 1 flow regulator) and 7 without PVC (4 catheters, 1 syringe for electric syringe pump and 2 urinary catheters). The MDs which have undergone a qualitative and quantitative analysis of the plasticizers are only those which may contain phthalates and/or other plasticizers in their formulation, namely the MDs based on PVC. The other MDs were made of elastomeric materials (polyurethane and silicone) or polyolefin (polypropylene) which are free of plasticizers (Table 1) .
Methods
According to the European regulation, suppliers of MDs must mention on the packaging the presence of DEHP when it exceeds 0.1% by mass of the plasticized material [21] . There are no other recommendations for alternative plasticizers. For our study, the manufacturer's technical data sheet for each MD was consulted to establish the composition of the device (PVC or other material), to check whether the presence of phthalates or DEHP and/or the presence of alternative plasticizers (DiNP, TOTM, DEHT, DEHA, etc.) were mentioned. Only one PVC device (an infusion set for epidural analgesia) specified the presence of DEHP (<0.2%). Only two technical data sheets (one for a multi-access infusion set and the other for an epidural infusion set) specified the PVC plasticizer used (TOTM). The type of phthalates and/or other plasticizers in the other PVC devices was not mentioned in the manufacturer's technical data sheets ( Table 1) .
The composition of the plasticizers (DEHP, DiNP, TOTM, DEHA, etc.) in the PVC devices was assessed by gas chromatography-mass spectrometry (GC/MS) as described by Bourdeaux et al. (2016) [32] . The plasticizers were extracted from MDs as follows. A minimum of 10 mg PVC was cut with a scalpel, carefully weighed and placed in a 25 mL flask filled with chloroform containing 2 μg/mL of benzyl-butyl-phthalate (BBP) as internal standard. Extraction was made by simply soaking the sample in the BBP chloroform solution at ambient temperature. After one hour of contact (the optimal extraction time determined by [33] ), the solution was homogenized and 1 mL was removed and placed in a chromatography vial for GC/MS analysis. The chromatographic analysis was performed with a chromatograph coupled to a Clarus 500 mass spectrometer (Perkin Elmer, USA). The column used was a 5 Accent Optima (30 m × 0.25 μm 0.25 mmID) (Macherey-Nagel, Germany). The oven temperature was increased from 200 to 300°C at a rate of 20°C/min to reach a plateau of 300°C for 7 min. The temperature of the injector was increased to 300°C and that of the transfer and the source electron impact line maintained at 200°C. The ionization energy source was 70 eV. The carrier gas flow (helium) was maintained at 1.2 mL/min and the leakage flow (split) at 20 ml/min. One μL of each sample was injected. Calibration curves were performed with five calibration points from 0.1 to 25 μg/mL of each plasticizer and 2 μg/mL of BBP to obtain coefficients of determination r 2 > 0.999 for all plasticizers. The method had good precision and accuracy with coefficients of variation not exceeding 10% for any of the plasticizers. The lower limits of quantification used were 0.1 μg/mL for DEHA, ATBC, DEHT and DEHP, 0.25 μg/mL for DINCH, 0.5 μg/mL for TOTM and 1.5 μg/mL for DINP [32] . The mean recovery values for the 7 plasticizers were as follows: ATBC 100.7%, DEHA 106.7%, DEHP 100.8%, DINCH 102.2%, DEHT 94.9%, DINP 84.5%, and TOTM 89.0% (the mean intra-day and inter-day relative standard deviation were below 10%) [32] . The quantity of each plasticizer contained in MDs was expressed in g of plasticizer for 100 g of PVC which corresponds to the percentage (%) of plasticizers contained in the PVC of MDs.
Assessment of women exposure to medical devices (MDs) containing PVC plasticizers Materials
The study population was made up of women admitted to the University Hospital of Clermont-Ferrand, France, for pathological pregnancy and/or delivery. Pregnant women who had at least one peripheral venous catheter inserted during the hospital stay were eligible for inclusion in the study. Non-inclusion criteria were: women hospitalised other than in the obstetrics department, women without peripheral catheter inserted, women admitted for medical termination of pregnancy or in utero foetal death and unwillingness of the midwives of the obstetrics department or the pregnant women to take part in the study.
In accordance with the French human research ethics law, this study was exempt from approval by the French Institutional Review because our database contained no nominative data, and the project was not an interventional research study. The medical database was submitted to the French Data Protection Authority (CNIL: Commission National de l'Informatique et des Libertés) as report number 1268114.
Methods
A descriptive study was performed. Because of organisational constraints on the medical teams, the study was conducted over two periods, from 7 March to 20 April 2013, and from 1 March to 31 May 2014. The same MDs were used in the department during both periods of investigation. The MDs were not grouped by the type but by the predominant plasticizer present in the device. We made this choice because a same type of MD, such as infusion tubes, for example, can contain different plasticizers depending on the manufacturer. A woman was considered as exposed to an MD containing a plasticizer if she came into contact at least once with an MD containing the additive during hospitalisation. Over the whole study period, 1318 deliveries were made and 559 women were admitted for pathological pregnancies defined by the presence of obstetric disorder during their pregnancy (such as preterm labour, gestational arterial hypertension, etc.). Our final study sample comprised 168 women.
The women taking part in the study were divided into three groups for the analysis. The "Pathology group" comprised women hospitalised for an obstetric disorder who did not give birth during their stay. For this group, the reason for hospital admission could be variable (i.e., preterm labour without delivery, pregnancy-related vomiting, bleeding, gestational arterial hypertension, etc.). The "Pathology and delivery group" was composed of women admitted for an obstetric disorder and who gave birth during the hospital stay (i.e, reason for hospital admission were preterm labour with or without membrane rupture, gestational arterial hypertension, foetal complication, etc.). The "Delivery group" was made up of women admitted for planned or spontaneous delivery and who had not been hospitalised for obstetric disorder before childbirth. The reasons for hospitalisation and the division of the participants into three groups are shown in Fig. 1 .
Data collection
Data useful for the study were recorded prospectively by a designated investigator in collaboration with the midwives. The investigator was present daily in the department to analyse prescriptions. Sociodemographic details and medical data, including the reason for hospital admission, were retrieved from computerised obstetric files kept by physicians and midwives in the department. For each type of MD (catheter, infusion tube, extension tube, syringe for electric syringe pump, urinary catheter), the product reference, the manufacturer, the date and time of the beginning and end of use were recorded.
Data analysis
The qualitative variables were compared among the three groups by a Pearson's Chi-square or a Fisher's exact test, as appropriate. For a given plasticizer, the total duration of exposure corresponds to the overall duration of use of the MD containing the plasticizer during the whole hospital stay. The total duration of exposure was divided by the length of hospital stay (in days) to obtain the daily duration of exposure (in hours per day). The number of MDs used and the daily duration of exposure to MDs containing the plasticizers were compared among the three groups by a Kruskal-Wallis nonparametric test (because of the non-normal distribution of these variables).
Significance was defined by p < 0.05. Statistical analyses were performed with R statistical software, version 2.15.2 (R Development Core Team, Vienna, Austria, 2012).
Results
Analysis of medical devices (MDs)
The results of the GC-MS analyses of MDs in PVC are presented in Table 1 . Trioctyl trimellitate (TOTM) was the predominantly detected plasticizer in multi-access infusion sets (35% or g of TOTM/100 g of PVC), extension tubes (30% or g of TOTM/100 g of PVC) and epidural infusion sets (35% or g of TOTM/100 g of PVC). Diisononyl-phthalate (DiNP) was the predominantly PVC plasticizer detected in simple infusion sets (37% or g of DiNP/100 g of PVC). Di-isononyl-1,2-cyclohexanedicarboxylate (DINCH) was the main plasticizer detected in flow regulators (33.5% or g of DINCH/100 g of PVC). Di-(2-ethylhexyl) phthalate (DEHP) was present in MDs with a majority content of TOTM or DINCH, most often in "trace" form (< 0.1% or g of DEHP/100 g of PVC), and in a greater proportion for epidural infusion sets (1.2% or g of DEHP/100 g of PVC). Di-(ethylhexyl)-terephthalate (DEHT) was present at rates ranging from 0.1 to 0.95% or g of DEHT/100 g Fig. 1 Reasons for hospital admission of the women enrolled in the study. a Full-term is defined as pregnancy lasting 41 completed weeks and post-term pregnancy is defined as pregnancy lasting 42 completed weeks of PVC in MDs having a majority content of TOTM. In MDs containing DiNP, no other plasticizer was detected ( Table 1) .
Exposure of pregnant women to medical devices (MDs) containing PVC plasticizers
One hundred and sixty-eight women were included the study. The mean age of the women was 28.7 +/− 5.7 years. The other obstetric characteristics before hospitalisation are not given (Additional file 1). The maternal obstetric characteristics at the time of admission are shown in Table 2 . The mean length of hospital stay of all the women was 6.4 +/− 4.4 days.
The "Pathology group" accounted for 31% of the women, of whom 38% were admitted for a preterm labour and 62% for another pathology. The "Pathology and delivery group" represented 14% of the women, of whom 48% were admitted for preterm birth with or without membrane rupture and 52% for another pathology. The "Delivery group" made up 55% of the women in the study (Fig. 1) .
Ninety percent of the women during their hospital stay were exposed to PVC devices at least once (Table 3) . Consequently, they were potentially exposed to three main plasticizers (TOTM, DiNP and DINCH). During their hospital stay, 74% of the women were exposed at least once to a simple infusion set predominantly containing DiNP, 73% at least once to an MD predominantly containing TOTM (multi-access infusion set, epidural infusion set or extension tube) and 4% at least once to the flow regulator predominantly containing DINCH. Women in the "Pathology group" were significantly less exposed to MDs containing DiNP (48%) and TOTM (40%) than those in the other two groups (p < 0.001). Exposure to MDs containing DiNP was most frequent in women in the "Pathology and delivery group" (91%), and exposure to an MD containing TOTM was most frequent in the "Delivery group" (89%). Only the women in the "Pathology group" were exposed to at least one MD containing DINCH (11.5%). These women had all been admitted for pregnancy-related vomiting episodes (Table 3) .
Among the women exposed at least once to MDs containing TOTM, those in the "Pathology group" were exposed to a median number of two MDs and those in the other two groups to a median number of three (p < 0.05) (Fig. 2) . Among the women exposed at least once to MDs containing DiNP, those in the "Pathology group" were exposed to a median number of one MD and those in the other two groups to a median number of two (statistically significant difference between the "Pathology group" and "Pathology and delivery group", p < 0.05) (Fig. 2) . Reasons for caesarean before labour: foetal complications (n = 4), maternal complications (n = 5), maternal/foetal complications (n = 5) f Preterm labour f Other obstetrical pathologies: pregnancy-related vomiting (n = 9), bleeding (n = 4), gestational arterial hypertension (n = 3), pain syndrome (n = 7), febrile syndrome (n = 4), preterm rupture of membranes or suspicion (n = 2), convulsion (n = 1), cervical incompetence (n = 1) and foetal complication (twin-to-twin transfusion syndrome, n = 1) g Preterm labour (n = 7) and/or preterm rupture of membranes (n = 4) h Other obstetrical pathologies: bleeding (n = 2), gestational arterial hypertension or preeclampsia (n = 4) pain syndrome (n = 1), febrile syndrome (n = 1), cholestasis (n = 1), suspected neurological transient ischemic attack (n = 1) and foetal complication (intrauterine growth restriction, n = 1) Women in the "Pathology group" had statistically longer median daily exposure to TOTM (8.2 h/day) and DiNP (3.4 h/day) than those in the "Delivery group" (TOTM: 2.9 h/day; DiNP: 0.5 h/day) (p < 0.01) (Fig. 3 ). The daily median exposure time of the women in the "Pathology and delivery group" was midway between that of the other two groups. Women in the "Pathology group" who had been admitted for preterm labour and pregnancy-related vomiting had the longest exposure to MDs containing plasticizers. Finally, the women in this hospitalised group for vomiting were the only ones exposed to DINCH, for a median time of 6.9 h/day ( Fig. 3) .
Results about the type of drugs administered by intravenous route, and thus in contact with the MDs containing plasticizers are not shown (Additional files 2 and 3).
Discussion
DEHP and alternative plasticizers contained in medical devices
According to the information provided on the packaging and in the technical data sheets of the MDs, none of the devices used in our study contained DEHP as the predominant plasticizer. Hence, in 2013-2014, the Obstetrics Department of the University Hospital of Clermont-Ferrand followed the recommendations of the EU Regulation (2008), which requires that the DEHP content of MDs be clearly indicated [21] . However, one of the MDs in our study, an epidural infusion set, was labelled as containing less than 0.2% of DEHP, which is above the threshold of <0.1% authorized by the REACH regulation [34] . Our analysis showed the presence of DEHP, most often in trace form, in MDs containing predominantly TOTM or DINCH. The threshold of 0.1% . This finding is consistent with those of other experimental studies which discovered that PVC MDs presented as DEHP-free (particularly those containing TOTM) were in fact contaminated with DEHP and DEHT, at concentrations above the level authorised for DEHP by REACH regulations [35, 36] . This contamination, which is due to the presence of impurities (ortho-and para-phthalic acid) during synthesis of the plasticizers, carries a nonzero risk of exposure for pregnant women. Exposure to these doses of DEHP lower than 0.1% should be incorporated into the assessment of risk involved in the use of plasticizers in the composition of MDs. Four alternative plasticizers were identified and quantified in the MDs used in our obstetric department (TOTM, DiNP, DINCH and DEHT). Most of the PVC devices used in our department contained TOTM, as in another study made in France [36] . Overall these plasticizers represented from 29 to 40 g/100 g of PVC in the MDs studied. The alternative plasticizers are often found in large quantities because their plasticizing properties are less effective than those of DEHP. For example, compared to DEHP, TOTM has a substitution factor of 1.17 [37] .
Exposure to medical devices containing alternative plasticizers
To our knowledge, this study is the first to assess concurrently the amounts of alternative plasticizers contained in MDs and the clinical use of these MDs for pregnant women admitted to an obstetrics department. All of the women who gave birth at hospital (the "Delivery and Pathology group" and "Delivery group") were exposed to MDs containing TOTM or DiNP, compared to less than half of those in the "Pathology group". The number of MDs containing TOTM was statistically lower in the "Pathology group" but the daily duration of exposure was statistically longer over the whole hospital stay for these women. The same trend was observed with DiNP. These findings warrant comment. Although the women hospitalised for an obstetric disorder had considerable exposure to the three plasticizers (median time, respectively, of 8.2, 6.9 and 3.4 h/day for TOTM, DINCH and DiNP), this factor is not the one that best reflects the risk of contamination. The number of MDs used for each women is often a better indicator because each MDs can release a certain amount of plasticizers after its use. In fact, the kinetics of migration of plasticizers shows that these plasticizers are mainly released in the 24 h after the first contact between the PVC device and its contents (the amount of plasticizer released a b c d Fig. 3 Daily duration of exposure to MDs containing TOTM and DiNP during the women's hospital stay. Women exposed at least once to MDs containing TOTM (a and c) (n = 123) or DiNP (b and d) (n = 124). Abbreviations: D_ces "Delivery group" and Caesarean section; D_vag, "Delivery group" and vaginal delivery; DiNP di-(isononyl) phthalate; MD medical device; P_oth "Pathology group" and other pathology; P_pre "Pathology group" and preterm labour; P_vom "Pathology group" and pregnancy-related vomiting; P&D_oth "Pathology and delivery group" and other pathology; P&D_pre "Pathology and delivery group" and preterm labour; P&Del "Pathology and delivery group"; PVC polyvinyl chloride; TOTM tri-octyltrimellitate remains generally stable over time) [6] . Hence, each time a PVC device is changed, women are exposed to potentially higher doses. The conclusions to be drawn from these findings are even more important when we consider that our study concerned only one hospital stay. Women with a pathological pregnancy can be hospitalised, and thus exposed, several times until delivery. Almost half the women in our study (44%) had already been admitted at least once since the beginning of their pregnancy. Gestational age at the time of hospitalisation is also an important factor to take into account. In general, for most teratogens, exposure at the beginning of pregnancy, when the vital organs are still developing, will not have the same consequences for the foetus compared to a later exposure [38] . For the phthalates, several studies have reported an increased risk of shortened anogenital distance and cardiac malformation after exposure during the first trimester of pregnancy [24, 25, 39] . By comparison, exposure to phthalates in the third trimester has been associated with a greater risk of preterm birth and adverse cognitive and behavioral outcomes in children [26, 27, 40] . Fetal Outcomes will also depend on the type of chemicals and the levels of exposure.
Plasticizer-related health risks for pregnant women and foetus
The three main plasticizers detected in our study, DiNP (which like DEHP belongs to the class of phthalates), TOTM (which belongs to the class of trimellitate esters) and DINCH (which belongs to that of cyclohexanes) should be considered separately owing to differences in their physicochemical properties and toxicological profiles.
TOTM is released in far smaller amounts than DEHP in the same conditions of use, principally as a result of its higher molecular weight and greater steric hindrance and its lower solubility in water [6, 7, 41] . [6] showed that only 0.2% of the total initial amount of the TOTM present in the tubing migrated into a simulant (migration tests conducted at 40°C in a temperature-controlled chamber for 24 h). In the few experimental studies available, the no observed adverse effect level (NOAEL) relative to the development of the male reproductive system was markedly higher for TOTM (100 mg/kg/day) than for DEHP (5 mg/kg/day) [2, 42] . The toxic effects of TOTM act on the liver, increasing its weight and the peroxisomes in the hepatocytes, trigger oestrogenic activity, decrease the number of spermatozoids and spermatocytes in male rats and can lead to developmental anomalies such as testicular ectopy and areolar retention [2, [42] [43] [44] [45] .
Little is known about the potential ability of DiNP to migrate from MDs. A study from the SCENHIR report (2014) [2] showed that in lipophilic media leaching of DiNP is similar to that of DEHP. The physicochemical properties of the two compounds are also comparable, with DiNP having a slightly higher molecular weight and a slightly lower solubility in water [37] . DiNP is banned in the composition of toys and childcare articles that can be placed in the mouth [46] because it can leach into the saliva [47] . Animal toxicity studies have shown its carcinogenic effects on the liver, as the result of the proliferation of hepatic peroxisomes, and on the kidney. However, these findings cannot be extrapolated to humans because the effects of peroxisome proliferation in the liver of rodents are seen as species-specific [48] [49] [50] . The potentially reprotoxic effects of DiNP are similar to those of DEHP, but at higher doses: the highest NOAEL is 15 mg/kg/day for DiNP as against 5 for DEHP [2] . In rodents, prenatal exposure to DiNP was associated with anti-androgenic effects such as impairment of germinal and Leydig cells, a decrease in testicular production of testosterone, testicular atrophy, reduced anogenital distance and reduced sperm motility [18, [51] [52] [53] [54] . DiNP is the only plasticizer whose effects on humans have been studied. In utero exposure to DiNP was associated with an increased risk of smaller anogenital distance in newborn boys [24] .
The potential migration of DINCH from MDs is not clearly established. One study showed that the rate of DINCH migration from enteral nutrition tubing was 5fold lower than that of DEHP after 24 h of contact [55] while another reported a similar rate of 1/8 of the initial content for the two over the same period [6] . Furthermore two studies carried out by the manufacturer of DINCH (BASF) concluded that the product had no impact on reproduction and established a NOAEL of 1000 mg/kg/day [1, 2] . However, in one of these studies anogenital distance was statistically significantly reduced, by 7 to 8%, in male and female rats exposed to high doses during gestation. The effect was not considered biologically relevant because of the small extent of the decrease, the difference in distance between the sexes (in females, the distance is generally smaller) and the absence of any other effect on the reproductive system. Another chronic toxicity study established a NOAEL of 40 mg/kg/day in males on the basis of the hepatic and renal effects observed in rats [1, 2] .
Thus, current evidence is insufficient to accurately assess the health risks of exposure to these replacement plasticizers. Either we lack information on migration rates (principally for DiNP and DINCH), or on toxicity (principally for TOTM and DINCH).
Another important factor to be taken into consideration when assessing migration of plasticizers from PVC is the type of drug that comes in contact with the MDs. For example, release of plasticizers contained in MDs is enhanced by contact with lipophilic substances [9, 12, 40, 56] . Data on drugs in contact with the MDs are shown in the supplementary materials (Additional files 2 and 3).
Limitations
Our study has several limitations. Firstly, our analytical study quantifies only the amounts of plasticizers contained in MDs and not the amounts migrating from PVC. Further studies are needed to specify the migration of these alternative plasticizers. These migration data, combined with our results on the use of MDs in clinical practice, could give an estimate of the doses of exposure among pregnant women. This approach needs to be validated by the determination of biomarkers. For DiNP and DINCH, which metabolise rapidly in the organism and are largely excreted in the urine, oxidized metabolites measured in urine are reliable biomarkers [57] [58] [59] . In contrast, for TOTM, which accumulates in the tissues and is eliminated more slowly, mainly in the stools [60] , measuring metabolites in urine is not suitable. However, biomarker assays would have given an estimate of total exposure during hospitalisation and not just exposure to MDs. Exposure to plasticizers in the hospital is not limited to contact with MDs, and contamination can occur via inhalation of phthalates in PVC flooring material [61, 62] , consumption of food prepared with PVC gloves [63] and/or contained and heated in plastic recipients [64] , and by skin contact with medical gloves [4] . The presence of these other sources of exposure does not bias our findings regarding the objectives of our study (focused on the theoretical exposure due to the use of MDs). Nevertheless these multiples sources of exposure in medical settings should be further investigated in order to determine their specific contribution to the total exposure.
Our study did not assess exposure to MDs throughout pregnancy but only during a hospital stay. However, analysis of the results from the three groups studied ("Pathology", "Pathology and delivery", and "Delivery"), allowed us to study different stages in pregnancy and to highlight the importance of exposure to plasticizers in a hospital setting. Moreover, our study is not representative of the overall population of hospitalised pregnant women since only those with at least one catheter were eligible. Consequently, the proportion of women exposed to MDs with PVC was overestimated. However, this bias of selection was limited because in our department a catheter is inserted at admission for a large proportion of women. Our patient sample is not representative of the overall Auvergne area since the pregnant women admitted to the University Hospital of Clermont-Ferrand, which is the only level III maternity department of the region, represented a high risk population. Consequently, it can be assumed that the use of MDs is more common in this maternity department than in the level I and II units of our region. Finally, the purchase of MDs is regulated by the conditions of public contracts between the hospital and the manufacturers. These conditions are subject to change and in the future different MDs and hence different PVC plasticizers may be used in the department where our study was conducted.
Conclusion
Our study shows that the medical management of pregnant women in a hospital setting entails exposure to MDs containing alternative plasticizers of DEHP such as DiNP, TOTM and DINCH. The next step of our study will be to accurately quantify the plasticizers released from PVC to drug solutions (by using migration tests) and therefore the doses of exposure of pregnant women. Nevertheless, given the potential toxic effects of DINP, TOTM and DINCH, prevention measures to limit the exposure of the mother and foetus could in the meantime be taken, such as a reasonable use that avoids unnecessary practices or too frequent changing of tubing during critical periods of foetal development.
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